Histological assessment of sintered metal-fibre-web materials.
Recently it has been shown that flexible metal fibre mesh structures can be used for the subcutaneous stabilisation of percutaneous devices. However, for the safe application of fibre mesh structures, it is necessary that these materials possess certain biological properties. The purpose of this paper is to discuss surgical, statistical and histological methods for the testing and evaluation of metal fibre web materials for soft tissue application. The use and potential of the described techniques are demonstrated with two examples.